Biomesh (Pelvicol) erosion following repair of anterior vaginal wall prolapse.
Sparse information is available regarding erosion following biomesh implantation. We report two cases of erosion following anterior vaginal wall repair. In both cases, the operation was performed as a standard cystocele repair where the collagen Pelvicol mesh was anchored to the pubocervical fascia. Both patients had signs of erosion shortly after the operation, and both had the mesh removed. In one patient, the vaginal epithelium healed spontaneously, whereas the other patient had a delayed healing process. The graft was rejected due to intolerance to the biomesh or an infection. Our study shows that an erosion following implantation of a biomesh may be complicated.